Machine learning for automatic construction of pediatric abdominal phantoms for radiation dose reconstruction

Virgolin, Marco; Wang, Ziyuan; Alderliesten, Tanja; Bosman, Peter A.N.

DOI
10.1117/12.2548969

Publication date
2020

Document Version
Final published version

Published in
Medical Imaging 2020

Citation (APA)

Important note
To cite this publication, please use the final published version (if applicable). Please check the document version above.

Copyright
Other than for strictly personal use, it is not permitted to download, forward or distribute the text or part of it, without the consent of the author(s) and/or copyright holder(s), unless the work is under an open content license such as Creative Commons.

Takedown policy
Please contact us and provide details if you believe this document breaches copyrights. We will remove access to the work immediately and investigate your claim.
Machine learning for automatic construction of pediatric abdominal phantoms for radiation dose reconstruction

Virgolin, Marco, Wang, Ziyuan, Alderliesten, Tanja, Bosman, Peter A.


Event: SPIE Medical Imaging, 2020, Houston, Texas, United States
Machine Learning for Automatic Construction of Pediatric Abdominal Phantoms for Radiation Dose Reconstruction

Marco Virgolin\textsuperscript{a}, Ziyuan Wang\textsuperscript{b}, Tanja Alderliesten\textsuperscript{b}, and Peter A. N. Bosman\textsuperscript{a,c}

\textsuperscript{a}Life Sciences and Health Group, Centrum Wiskunde & Informatica, Science Park 123, 1098 XG Amsterdam, the Netherlands
\textsuperscript{b}Department of Radiation Oncology, Amsterdam UMC, University of Amsterdam, Meibergdreef 9, 1105 AZ Amsterdam, the Netherlands
\textsuperscript{c}Software Technology Group, Delft University of Technology, Van Mourik Broekmanweg 6, 2628 XE Delft, the Netherlands

ABSTRACT

The advent of Machine Learning (ML) is proving extremely beneficial in many healthcare applications. In pediatric oncology, retrospective studies that investigate the relationship between treatment and late adverse effects still rely on simple heuristics. To capture the effects of radiation treatment, treatment plans are typically simulated on virtual surrogates of patient anatomy called phantoms. Currently, phantoms are built to represent categories of patients based on reasonable yet simple criteria. This often results in phantoms that are too generic to accurately represent individual anatomies. We present a novel approach that combines imaging data and ML to build individualized phantoms automatically. We design a pipeline that, given features of patients treated in the pre-3D planning era when only 2D radiographs were available, as well as a database of 3D Computed Tomography (CT) imaging with organ segmentations, uses ML to predict how to assemble a patient-specific phantom. Using 60 abdominal CTs of pediatric patients between 2 to 6 years of age, we find that our approach delivers significantly more representative phantoms compared to using current phantom building criteria, in terms of shape and location of two considered organs (liver and spleen), and shape of the abdomen. Furthermore, as interpretability is often central to trust ML models in medical contexts, among other ML algorithms we consider the Gene-pool Optimal Mixing Evolutionary Algorithm for Genetic Programming (GP-GOMEA), that learns readable mathematical expression models. We find that the readability of its output does not compromise prediction performance as GP-GOMEA delivered the best performing models.

Keywords: machine learning, pediatric cancer, radiation treatment, dose reconstruction, phantom

1. INTRODUCTION

Virtual anthropomorphic phantoms are 3D representations of the human body that are used as surrogates for the anatomy of humans, to estimate the quantity and geometric distribution of radiation dose when having been exposed to radiation, e.g., in radiation treatment for cancer patients.\textsuperscript{1,2}

Several sources of uncertainty exist in situations where phantoms are needed such as, e.g., retrospective radiation treatment dosimetry. Among these sources, the largest uncertainty is associated to the degree to which a phantom matches the anatomy of a patient.\textsuperscript{3} Therefore, phantoms need to represent as closely as possible the anatomy they are used as surrogate for.

Current methods for phantom building have two major limitations. Firstly, building phantoms is a manual and time-consuming task. Therefore, a limited number of phantoms is typically produced, according to reasonable human-designed criteria based on population-based statistics, in order to describe categories of patients.\textsuperscript{4-8} The second and perhaps more fundamental limitation is that it is unknown how to best define categorization.

Further author information: (Send correspondence to M. Virgolin)
E-mail: marco.virgolin@cwi.nl, Telephone: +31 (0)6 33 85 22 33
T. Alderliesten is currently working at the Department of Radiation Oncology, Leiden University Medical Center, Albinusdreef 2, 2333 ZA Leiden, the Netherlands.
criteria that describe resemblance of patient anatomy at a personalized level. So far, only simple criteria such as partitioning by percentiles of (combinations of) age, gender, height, and weight, have been explored.\textsuperscript{6–9} Nevertheless, recent work has indicated that current phantom building methods result in limited anatomical resemblance,\textsuperscript{2,7,10,11} ultimately leading to coarse dose estimations.\textsuperscript{12}

We present a new take on phantom building, to overcome both aforementioned limitations. We propose a fully automatic phantom-construction pipeline that generates a pseudo-realistic phantom that is patient-specific. To overcome the need for laborious manual intervention, we propose to re-use 3D patient imaging (CT scans and organ segmentations) collected in a database, to assemble new anatomy combinations. To estimate how to best perform this assembling, i.e., to move beyond the use of too simplistic criteria, we rely on Machine Learning (ML): we train ML models to learn relationships between patient features and 3D metrics based on their internal anatomy.

We consider a relatively hard scenario where phantoms are needed and patient features are limited: dose reconstruction for patients treated in the pre-3D planning era, when radiation treatment plans were designed using 2D radiographs (historical patients). As no 3D imaging is available for historical patients to simulate the treatment and estimate the radiation dose distribution, phantoms are necessary to act as surrogate anatomies. We consider children between 2 to 6 years, and abdominal radiation treatment, because children are typically under-represented in existing phantom libraries,\textsuperscript{6,7} and because abdominal radiation treatment is associated with high survival rates for several types of pediatric abdominal cancer (e.g., Wilms’ tumor), but also with late adverse effects.\textsuperscript{13,14}

2. MATERIALS AND METHODS

2.1 Problem decomposition and automatic pipeline

We decompose the problem of constructing a pediatric abdominal phantom into the following separate tasks: (1) prediction of a segmentation that is representative of the overall body (abdomen); (2) for each organ at risk (OAR) of toxic radiation exposure, (2.1) prediction of center of mass position according to Left-Right (LR), Anterior-Posterior (AP), and Superior-Inferior (SI) direction; (2.2) prediction of a representative segmentation.

We define an automatic pipeline as follows (see Figure 1). The features typically available of the patient treated in the pre-3D planning era (historical patient) are used as input for separate ML models. Each model is trained beforehand (see next section), to make a prediction that is associated with the aforementioned separate tasks: representative body segmentation ($M^\text{Body}_S$), position of the center of mass of the OAR in three dimensions ($M^\text{LR}_O, M^\text{AP}_O, M^\text{SI}_O$), and representative OAR segmentation ($M^\text{OAR}_S$). In the following, we refer to these metrics regarding the (3D) phantom as “3D metrics”.

The CT corresponding to the body predicted to be best, called “receiver”, is retrieved, and each OAR is “resected” from it by setting its voxel values to Hounsfield units that represent generic abdominal soft tissue (78 as done by a state-of-the-art CT-based phantom construction method\textsuperscript{7}). Subsequently, for each OAR, the segmentation predicted to be most similar is retrieved, and the respective OAR “transplanted” into the receiver CT from the corresponding “donor” CT, at the predicted center of mass position. The resulting CT is the phantom.

2.2 3D metrics and regression

ML models need to be trained beforehand before they can be utilized in the pipeline. To this end, we consider 60 recent pediatric cancer patients (age range 2-6 yrs) for which a CT acquired for radiation treatment planning purposes is available. The CTs were collected from the radiation oncology department of the Amsterdam UMC, location AMC, in Amsterdam, the Netherlands, and from the University Medical Center Utrecht/Princess Maxima Center for Pediatric Oncology in Utrecht, the Netherlands. Each CT included the abdomen in a common region of interest between the thoracic 10th vertebra and the sacral 1st vertebra. The median in-plane resolution is 1.0mm × 1.0mm, and the median axial thickness of the CTs is 2.5mm. For each CT, segmentations were prepared for the abdomen (in the common region of interest between vertebrae thoracic 10th and sacral 1st), and for the liver and the spleen (considered as OARs here). In part, the research software ADMIRE (v. 2.3.0, Elekta AB, Stockholm, Sweden) was used to provide initial segmentation estimates. Segmentations were manually checked.
Figure 1. Pipeline of automatic phantom construction. ML models $\mathcal{M}$ are used to predict the 3D metrics. Resection (in red) and transplant (in green) of the liver is shown.

and corrected by experienced radiation treatment technologists, using the software Velocity (v. 3.2.0, Varian Medical Systems, Inc).

We model all 3D metric prediction tasks as supervised regression problems, and prepare a dataset for each. Features to be used in the datasets are measured for these patients based on the availability of data for patients treated historically. These are: age, gender, height, weight, and eight additional measurements that can be taken from historical 2D radiographs (here these are simulated from 3D CT). For each task, we use the 3D imaging (CT scans and segmentations) to define the target variable. For the estimation of OAR position, we measure the distance along each direction between the center of mass of the OAR segmentation and the 2nd lumbar vertebra (in mm), and craft data examples by linking such distances with the respective patient features. To model OAR and body shape similarity, we use the recently introduced surface Dice-Sørensen coefficient on OAR segmentations, with a threshold of 5mm (twice the size of the median CT slice thickness), between all pairs of patients. The features for this type of dataset are defined as absolute difference values of features for pairs of patients. ML models are finally trained and validated on each dataset, using leave-one-out cross-validation.

2.3 Machine learning algorithms and human-designed phantom building criteria

We consider five ML algorithms: Least Angle RegreSsion (LARS), Least Absolute Shrinkage and Selection Operator (LASSO), Random Forest (RF), and Genetic Programming in two versions: its traditional design (GP-Trad) and a recent variant of the Gene-pool Optimal Mixing Evolutionary Algorithm (GP-GOMEA).

LARS and LASSO can learn interpretable models as linear feature combinations. RF learns non-linear models, but they are not interpretable. GP-Trad and GP-GOMEA can learn non-linear but potentially interpretable models. The first three algorithms are trained with traditional hyper-parameter tuning, the last two algorithms use a strict complexity limitation to avoid overfitting and enable interpretability. Potential interprability of the models obtained by GP-Trad and GP-GOMEA is because these models are computation graphs which can be represented as human-readable mathematical formulas. For these models to be interprable, they need to be sufficiently small in the number of operations they consider (the same holds for the models found by LARS and LASSO), and the compositions of operations need not to be excessively complex.
We compare the accuracy of predictions of the ML models with the application of state of the art human-designed phantom building criteria. We simulate the construction of a phantom with those criteria using our database. The first human-designed criterion (HC1), selects the CTs that share the same (category bin of) age and gender with the historical patient, and take, for each subtask, the mean of the 3D metrics measured on the selected CTs (i.e., as if a phantom were to be made that is an average anatomy of the selected CTs). The second criterion (HC2) works similarly to HC1, but partitions the CTs into bins of gender, height, and weight.7

As control method, we also consider picking a CT completely at random (RAND). Lastly, to assess whether there is merit in assembling a new anatomy compared to selecting a single CT, we also consider a single CT selection strategy (sCT) that uses the predictions of ML models to retrieve the CT predicted to have the most accurate center of mass of both liver and spleen positions, in Euclidean norm.

3. RESULTS AND DISCUSSION

Table 1 shows the results in terms of tasks as Mean Absolute Error (MAE) between predicted and true OAR position (for LR, AP, and SI, in mm), and the mean absolute surface Dice-Sørensen coefficient error (%). Between the ML algorithms, GP-GOMEA achieves overall best training and test performance according to pairwise Wilcoxon statistical tests with 95% confidence interval with Bonferroni correction. The human-designed criteria are inferior to the ML algorithms in general, confirming that they are too simplistic to capture internal anatomy complexity. Nonetheless, they are typically better than RAND. The use of ML to predict a single CT works well for the spleen, but not for the liver, indicating that defining an overall similarity score remains a hard problem also when ML models are employed. These results markedly indicate the superiority of our approach.

The models learned by GP-GOMEA are interesting in that they can often be interpreted. For example, the model that predicts what spleen segmentation to retrieve is: 0.057 × exp(age) × (length of spinal cord) (the features and the output were standardized by z-scoring). The exponentiation of age is reasonable because young children grow rapidly (our cohort is 2-6 yrs). The length of the spinal cord (measured in SI between the 12th thoracic vertebra and the 4th lumbar vertebra) is reasonably related as well, since the spleen is located close to the vertebral column.

Lastly, we consider the phantoms from a qualitative perspective. Examples of obtained phantoms are shown in Figure 2. We find that, in 2/3 of the cases, phantoms have limited or no anatomical inconsistencies. However, in the remaining cases, moderate or large inconsistencies are present. These are, e.g., OARs positioned in such a way that they overlap with neighboring OARs (slightly or abundantly), or exceed body boundaries. We believe that extending the database with more CTs will enlarge the anatomical variation upon which the ML models are trained, and consequently lead to more accurate predictions, with smaller chances of creating large anatomical inconsistencies. However, getting more data is not always easy. We will therefore also explore the use of optimization algorithms to correct the inconsistencies with minimal transformations.
Figure 2. Examples of phantoms constructed with our pipeline where liver (in red) and spleen (in orange) are transplanted. Axial views are in SI, coronal views and 3D views are in AP, sagittal views are in LR.
4. CONCLUSION

We introduced a novel phantom construction method that builds phantoms automatically, based on imaging data and ML. Our method employs an automatic pipeline that, contrary to existing approaches, requires no time-consuming manual intervention, except for the initial effort of 3D imaging collection, segmentation, and the measurement of few features of the historical patient on the radiograph. The pipeline employs ML models that are each specialized to predict a well-defined 3D metric specific to an OAR (e.g., the shape or the position along a direction). This way it is no longer necessary to define a single metric that represents an overall notion of anatomical representativeness. The experimental results show that our method improves upon the lack of individualization that current phantom-building criteria suffer from: for the shape and position of two considered OARs (liver and spleen) and for the shape of the abdomen, our method builds pediatric abdominal phantoms that are significantly more representative than the ones built with current criteria. However, in some cases our phantoms can include anatomical inconsistencies. To this end, we plan to extend the database, and include automatic correction methods. In future work, more types of OARs will be included (e.g., the heart and the kidneys).

ACKNOWLEDGMENTS

The authors acknowledge the Kinderen Kankervrij foundation for financial support (project #187), and the Maurits and Anna de Kock foundation for financing a high-performance computing system. We thank dr. Brian V. Balgobind, dr. Irma W.E.M. van Dijk, and dr. Jan Wiersma from the department of radiation oncology of Amsterdam UMC, location AMC, Amsterdam, the Netherlands, and dr. Geert O.R. Janssens and dr. Petra Kroon from the department of radiation oncology of UMC Utrecht and the Princess Maxima Center of Pediatric Oncology, Utrecht, the Netherlands, for providing help in the collection and/or in the assessment of the imaging data used in this work. The authors are grateful to Elekta for providing ADMIRE research software for automatic organ segmentation. We further acknowledge dr. Choonsik Lee from the National Cancer Institute, Division of Cancer Epidemiology & Genetics, Rockville, Maryland, U.S.A., for details on the phantom library of the University of Florida/National Cancer Institute.

REFERENCES


